Spontaneous fragmentation of a double J stent.
A variety of indications have made the use of double J stents routine in urology. Minimal and moderate side effects of ureteral stent are common, when the indwelling time exceeds 6 weeks the incidence of severe complications, like fragmentation increase. We report a case of stent fragmentation after an indwelling period of 12 months. Despite the variety of complications the severity requires close monitoring of the patient.